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QUALITY-ASSURANCE DATA FROM ROUTINE WATER ANALYSIS
IN THE LABORATORIES OF THE
U.S. GEOLOGICAL SURVEY: 1981 ANNUAL REPORT

By Dale B. Peart and Nancy Thomas

ABSTRACT

The U.S. Geological Survey maintains a quality-assurance program based on the
analysis of reference samples for its two water-analysis laboratories located in
Atlanta, Georgia, and Denver, Colorado. Reference samples containing inorganic
constitutents are prepared at the U.S. Geological Survey's Ocala, Florida, office and
disguised as routine samples, and sent daily to each laboratory through other U.S.
Geological Survey offices. The results are permanently stored in the National Water
Data Storage and Retrieval System (WATSTORE), the U.S. Geological Survey's data
base for all water data. These data are analyzed statistically for precision and bias.
The results of these statistical analyses are presented for data collected during the
1981 calendar year. In addition, one sample containing known concentrations of
trihalomethanes and samples containing unknown concentrations chlorophyll a were
analyzed in both laboratories, and these results also are presented.



\
INTRODUCTION

During the first months of 1981, a revised quality-assurance program was instituted
for monitoring the quality of the work performed by the water-quality laboratories of th
U.S. Geological Survey. The revision included permanent storage of the quality-assurance
data, preparation of the quality-assurance samples outside of either laboratory, and a
large increase in the frequency that samples were submitted to the laboratories. The
laboratories, located in Atlanta, Georgia, and Denver, Colorado, routinely analyze water,
suspended sediments, stream- and lake-bed materials for inorganic constituents, many
organic substances including common pesticides, priority pollutants, and some physical
properties. During 1981, only the following constituents were included in this quality-
assurance programs ‘

Inorganic constituents--alkalinity, aluminum, antimony, arsenic, barium, beryllium,
boron, cadmium, calcium, chloride, chromium, cobalt, copper, dissolved solids (residue on
evaporation), fluoride, iron, lead, lithium, manganese, magnesium, molybdenum, nickel,
nitrate plus nitrite, nitrite, phosphorous, potassiu
strontium, sulfate, and zinc. |

, selenium, silica, silver, sodium,
Organic substances--known concentrations of é:hloroform, bromodichloromethane,
dibromochloromethane, and bromoform. |
Biological--unknown concentrations of chlorophyli a.
Physical properties--specific conductance.

Program Descriptiolu
|

Standard Reference Water Samples (SRWS) (Schroder and others, 1980; Skougstad
and Fishman, 1975) are used as the principal component of the reference samples used in
this program. The SRWS are diluted with deionized water, mixed in varying proportions
with other SRWS, or used undiluted. A large range of concentrations of chemical
constituents is achieved thereby, which increases the humber of unique samples available
for quality-assurance purposes. This increase, in turn, decreases the probability that
quality-assurance samples will be recognized in the laboratory due to frequency of
analyses or unique sample behavior. |

In addition to the SRWS, ampuls obtained from} the U.S. Environmental Protection
Agency that contain known concentrations of various constituents, and synthetic samples
made from reagent grade chemicals are used in preparing reference samples. All
samples are prepared in the U.S. Geological Survey's Ocala, Florida, office, and are made
to appear as much like real samples as possible. This effort is coordinated with the
offices that will be shipping the samples during any given calendar month. When the
samples are prepared and the appropriate forms are completed, assuring proper analysis
for the sample, they are shipped to selected offices across the country. These offices
then ship the quality-assurance samples to the laboratories daily, along with their regular
samples.




The analyses requested reflect the frequency of analyses for each chemical
constituent in the laboratory. The program goal is to have at least one quality-assurance
sample analyzed daily for those constituents that are analyzed daily and, similarly, an

appropriate number of quality-assurance samples for those constituents analyzed less
frequently.

All constituents in the reference materials are in the dissolved phase. Those
constituents in this report that are designated as "total" or "total, recoverable" are from
reference samples that have undergone a digestion (Skougstad and others, 1979) process
during analysis, rather than from unfiltered or "whole-water" samples.

The quality-assurance samples pass through each laboratory as routine samples
including the application of laboratory quality-contro! and quality-assurance procedures.
The data are then stored in the U.S Geological Survey's National Water Data Storage and
Retrieval System (WATSTORE). Having passed through the laboratories in this manner,
these quality-assurance samples should reflect the quality of the analytical data for
environmental samples that the laboratories produce. Laboratory errors other than those
related to analytical chemistry also will be reflected in these data. These may include
errors in logging the sample into the laboratory, transcription errors by the analyst, and
keypunching errors. No effort is made to correct nonanalytical errors of this type even
when it is quite obvious which corrective measures were appropriate. This is to preserve
the laboratories' data as they produce it, regardless of the source of error. Thus, if a
data user is capable of detecting errors of this type, he can increase the quality of his
data compared to that presented in this report.

Statistical Evaluation

The SRWS initially are analyzed by many other laboratories throughout the United
States using several different analytical methods. These results are compiled by
calculating the means, standard deviations, 95-percent confidence limits, and applying a
rejection routine (American Society for Testing and Materials, 1980). The resultant
means are the values most probably correct or the "most probable values" (MPVs). These
MPVs are used in this quality-assurance program for comparison with the laboratory
data. For reference samples composed of a mixture of two SRWS or a SRWS and
deionized water, the MPVs for each constituent are averaged according to their
respective percentage contribution to determine a new set of MPVs for the mixture.

For non-SRWS based samples, for example, ampuls provided by the U.S.
Environmental Protection Agency, "true" or "most probable" values were supplied by the
respective agency along with corresponding standard deviations. These values were used
in determining whether or not the data from the Geological Survey laboratories was
acceptable.

Initially, the appropriateness of using the mean of two specific-conductance values
for an MPYV in the case of mixed solution samples was questioned. However, because all
of the SRWS have specific conductances less than 2,100 (micromhos per centimeter at
25° Celsius), it was believed that the departure from linearity would not be significant.
A comparison of the means of the analyzed specific-conductance values and the MPVs
for all the mixtures is presented in table 1. A paired-t test on the raw data showed a
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significant difference between the two at the 95-percent confidence level. However, a
closer examination of the raw data showed that results from three mixes (mixes 5, 9, and
23) were consistently greater than the MPV. The intramix precision for each of the
three mixes is very good, with the exception of one outlier in mix 5. All three mixes
were combinations of two solutions whose specific conductances differ approximately
one order of magnitude. When these three mixtures are excluded from the paired-t test,
no significant difference is found. This indicates that the linearity hypothesis holds true
except where the parent samples have widely divergent specific conductances.

A bias test (Grant and Leavenworth, 1974) also was applied to the data in table I
using the binomial-distribution probability. It was determined that no statistically
significant bias existed, where the probability of assuming bias where there is none, is
less than 1 percent. |

Standard deviations were determined using linear least-squares equations developed
by regressing the standard deviations achieved in the multilaboratory, multimethod
analyses of all the SRWS for which we have data, against the corresponding mean values
(MPVs) for those samples. This method allowed us to estimate a most probable standard
deviation (MPSD) for each constituent on a sample-by-sample basis to determine whether
that analysis was in or out of control. An individual reported value was considered
acceptable if it was within two standard deviations of the MPV. This was generally a
liberal criterion because the MPSDs were based on multilaboratory, multimethod data.

In certain situations, the above criterion was impossible to meet. This was true for
all chromium, molybdenum, and zinc, as well as copper with values exceeding 99
(micrograms per liter). These constituents were reported to the nearest 10 pg/L. The
regression equations were developed from data reported to the nearest 1 pg/L resulting
in standard deviations so small that no values reported by the laboratories were
acceptable. A minimum standard deviation of 7.5 g/l was established to allow at least
one reportable value on each side of the MPV to be accepted.

The number of standard deviations each constituent deviates from the theoretical
value (MPV) was calculated by dividing the difference of the reported value and the MPV
by the MPSD. This number was used in determining precision and accuracy (bias). This
result for each laboratory and constituent is displayed in figures 1 through 92 in the
Supplemental Data section at the back of this report. Three symbols are used on the
figures to display results from the lower (+), middle (x), and upper (o) thirds of the
potential analytical range tested in this program. This range does not necessarily
correspond with the analytical capabilities of the laboratory instrumentation or methods,
but rather the analytical range we are capable of testing with the available SRWS or
other reference samples used. The three parts of this range are based on the MPV of the
quality-assurance samples and not the reporting policy; thus, a sample may have a
maximum MPV of 28 pg/L chromium (figures 25 and 26) and still be reported to the
nearest 10 pg/L (that is, 30 pg/L). Not all figures will have all three parts of the
analytical range displayed because some flexibility is given to the Ocala, Florida, office
in sample selection. In addition, miscommunication between ourselves and the shipping
offices resulted in many less samples than expected being shipped to the two laboratories
during some parts of the year. Points outside the range of the plots are forced to plot at
the limit (+ 6) with the number of standard deviations indicated adjacent to the point.



Table |.--Comparison of mean analyzed value with the most probable value
for specific conductance

[Data from both laboratories combined ]

Micromhos per centimeter at 25° Celsius

Mix Number Mean Standard Most
of deviation probable
analyses value
1 4 446 29.8 430
2 7 161 11.6 168
3 12 570 11.6 569
4 16 1385 39.2 1351
5 27 615 59.7 569
6 24 1004 24.4 970
7 11 610 17.6 612
8 22 804 24.3 785
9 18 419 10.7 369
10 11 520 11.6 524
11 8 1599 30.0 1601
12 6 526 38.2 519
13 22 262 16.5 257
14 24 254 5.6 242
15 19 1790 146.7 1735
16 17 121 3.6 119
17 8 919 62.4 878
18 4 1510 11.5 1536
19 8 1108 81.7 1014
20 24 309 9.7 298
21 10 557 7.5 566
22 12 294 16.0 288
23 8 647 19.8 584
24 1l 390 10.4 381
25 14 463 12.2 473
26 32 1126 187.8 1167
27 39 125 8.6 124
28 33 669 65.0 658
29 34 105 5.5 103
30 7 2063 144.8 2094




Bias is determined by counting the number o# points on either side of the zero line
(line representing the MPV) and applying a binomial-probability-distribution equation
(Grant and Leavenworth, 1974);

N N! . Nei
P(x) < 2 ——— (0.50)" (0.50)"" (1)
j=x il(N - i)
where -
|
P(x) = the probability of having x or more qoints in the same side of the

zero line, !
N = the number of successive points, and|

i = the number of points on the same side of the zero line.

If P(x) is less than 1 percent then bias is considerei to exist, that is, there is less than 1
percent probability of assuming bias where none exists.

Similarly, a binomial-distribution equation i# used to determine if statistically
significant lack of precision exists at the 95-percent confidence level.

N N! l i N-i
P(x) = b ————— (0.05) (0.95) (2)

i=x PN -1

where l
P(x) = probability of having x or more pointL greater than two standard
deviations,
N number of successive points, and

i number of points greater than two standard deviations.

P(x) is chosen at less than 1 percent here as well so that our probability of
assuming lack of precision where none exists is less than 1 percent. An example: for N =
70 and i = 9, P(x) is less than 1 percent; therefore, the overall precision of the
determination is considered unacceptable; for N =70 and i = 8 however P(x) is greater
than 1 percent so no lack of precision is assumed. |

When precision is determined as stated previously, it contains an element of
accuracy as well, because the MPVs rather than the lanalyzed means are used as the basis
for determining the number of standard deviations each sample deviates from that value.
Thus, in this analysis, precision is based on whether or not the analytical process was in
or out of control, and the figures represent control ¢harts.

Traditional determinations of precision (calculation of means and standard
deviations) were done for this report. Because |standard deviations may vary with
concentration in chemical analyses, these determinations were done separately on
individual sample mixtures and, therefore, do not gi?r‘e overall appraisals of the analytical
processes. Relative standard deviations were calculated and plotted against
concentrations in figures 93 through 184 in the Supplemental Data section at the back of
this report. These plots will allow a data reviewer to estimate the error at any
concentration for all constituents.

¢
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RESULTS AND DISCUSSION

Initially, 1981 data were presented statistically in three unpublished reports for the
following periods: February 1 - June 30, July 1 - September 30, and October 1 -
December 31. The linear least-squares equations used to calculate the MPSD changed
for each of the periods because of data from newly developed SRWS. Data presented in
this report were reanalyzed using the latest set of equations in order to provide uniform
criteria throughout the year. Therefore, data presented in this report may not always
correspond to that in the unpublished reports. Results of the binomial-distribution tests
for these three periods, as well as the overall results for the year are shown in tables 2
through 5. In general, if a constituent showed significant lack of precision or bias during
one part of the year, the yearly result was the same.

Precision

Precision data for each inorganic constituent is presented in tables 2 and 3. For
each constituent, these tables indicate significant lack of precision (by LOP) when it
occurred as well as all acceptable results (by a plus).

Almost all of the individual aluminum analyses showing lack of precision (LOP)
were associated with SRWS 73, which had an initially reported range of values from 70 to
1,100 pg/L. The resulting mean value appears to be disproportionately large based on
subsequent analyses of this sample. This caused consistent rejection of these analyses.
Apart from these samples, aluminum has consistently failed to show significant lack of
precision.

Beginning in July and continuing through December, the quality-assurance samples
were contaminated with iron. Thus, the test for lack of precision for iron and iron, total
recoverable, was not made during this period. At times other than during the period of
contamination, iron has failed to show significant lack of precision.

Mercury consistently had a lack of precision in the data presented in the
unpublished reports. Part of the reason seems to be associated with possible
contamination of some samples of SRWS 73. Most mercury analyses that were outside
the two standard deviation criteria and associated with SRWS 73 generally had values
considerably greater than the MPV. When these data are removed, the results are as
they appear in the tables and figures. Another partial explanation may result from the
use of nitric acid as the singular preservation agent used by the Survey. Several
investigators have shown that nitric acid alone is insufficient for the preservation of
mercury in dilute solutions (El-Awady, Miller and Carter, 1976; Feldman, 1974). Most
samples failing the precision test and not containing SRWS 73 had values that were less
than the MPV. Data users need to consider these items when interpreting mercury data.

Silver also showed a lack of precision. Marvin J. Fishman (U.S. Geological Survey,
oral communication, 1981) states that earlier investigations have shown that samples
containing small silver concentrations need to be preserved at a pH of less than 1 in
order to prevent loss of this element.



Table 2.--Results of statistical testing for lack of precision in data
from the Atlanta Laboratory:
inorganic constituents and specific conductance

[LOP, significant lack of precision; *, too few analyses to determine;
+, acceptable results; t, samples contaminated with iron during preparation,
all iron data has been deleted for this period ]

Constituent Summary
(dissolved except Feb. - June July - Sept. Oct. - Dec. Feb. - Dec.
as indicated) 1981 1981 1981 1981
%
Alkalinity + + + +
Aluminum + + + LOP
Antimony + LOP + LOP
Arsenic LOP + + LOP
Barium + + + +
Beryllium + + + +
Boron + + + +
Cadmium + LOP ‘ + LOP
Cadmium, total LOP + + LOP
recoverable
Calcium + + + +
Chloride + + + +
Chromium + + + +
Chromium, total + + + +
recoverable
Cobalt + + + +
Cobalt, total + + + +
recoverble
Copper + + + +
Copper, total + + + +
recoverable
Dissolved solids + + + +
Fluoride + + + +
Iron + x| »t +
Iron, total recoverable + *t »t +
Lead + + + +
Lead, total recoverable + + + +
thhlum + + + +
Magnesium + + LOP LOP
Manganese LOP + + LOP
Manganese, total + + + +
recoverable
Mercury + + LOP LOP
Molybdenum + + + +
Nickel + + + +
Nickel, total + + + +
recoverable




Table 2.--Results of statistical testing for lack of precision in data
from the Atlanta Laboratory:
inorganic constituents and specific conductance—Continued

[LOP, significant lack of precision; *, too few analyses to determine;
+, acceptable results; +, samples contaminated with iron during preparation,
all iron data has been deleted for this period ]

Constituent Summary
(dissolved except Feb. - June July - Sept. Oct. - Dec. Feb. - Dec.
as indicated) 1981 1981 1981 1981
Nitrate plus nitrite + + + +
Nitrite + + * +
Phosphorus + + + +
Potassium + + + +
Selenjium + + + +
Silica + + LOP +
Silver + LOP LOP LOP
Silver, total + + LOP LOP
recoverable
Sodium + LOP LOP LOP
Specific conductance LOP + LOP LOP
Strontium + + + +
Sulfate + + LOP LOP
Zinc LOP + LOP LOP
Zinc, total LOP LOP LOP LOP
recoverable

Specific conductance was discussed somewhat in the statistical evaluations section;
however, it too has almost always failed the precision criteria. Apart from the
discussion in the previous section, the reasons for the LOP determinations appear to be
mostly due to random errors.

Zinc only failed to have lack of precision during July to September in the Atlanta
Laboratory and during February to June in the Denver Laboratory. These periods of LOP
appear to be due to consistently high results and some occasional random errors.

Other constituents failing the precision criteria at one time or another during the
year may have done so because of a combination of factors. These factors include
random errors, samples misidentified during the log-in process, and keypunch errors.



Table 3.--Results of statistical testing for lack of precision in data

from the Denver Laboratory:

inorganic constituents and specific conductance

[LOP, significant lack of precision; *, too few analyses to determine
+, acceptable results; ¥, samples contaminateh with iron during preparation,
all iron data has been deleted Tor this period ]

Constituent

(dissolved except

as indicated)

- Feb. - June

1981

July - Sept.

|
|
|
|

1981

Oct. - Dec.
1981

Summary
Feb. - Dec.
1981

Alkalinity
Aluminum
Antimony
Arsenic
Barium
Beryllium
Boron
Cadmium
Cadmium, total
recoverable
Calcium
Chloride
Chromium
Chromijum, total
recoverable
Cobalt
Cobalt, total
recoverble
Copper
Copper, total
recoverable
Dissolved solids
Fluoride
Iron
Iron, total
recoverable
Lead
Lead, total
recoverable
Lithium
Magnesium
Manganese
Manganese, total
recoverable

I
+ + O+

+ + ++ + 4+ + O+

+ +

+ + + + O+

+ +

+ + + +

o

ge)

10

+ 4+ + + + o+ o+ o+

+ + + +

<+

+ + + +

+ 4+ + o+ + o+ o+ o+ o+

+

+ + + 4+

o

++++ + 4+ + 0O+

l—1
+ + O+
]

LOP

+ + + +

+ +

+ + + 4+



Table 3.--Results of statistical testing for lack of precision in data
from the Denver Laboratory:
inorganic constituents and specific conductance—Continued

[LOP, significant lack of precision; *, too few analyses to determine
+, acceptable results; +, samples contaminated with iron during preparation,
all iron data has been deleted for this period ]

Summary
Constituent Feb. - June July - Sept. Oct. - Dec. Feb. - Dec.
(dissolved except 1981 1981 1981 1981
as indicated)

Mercury LOP + LOP LOP
Molybdenum + + + +
Nickel + + + +
Nickel, total + + + +

recoverable
Nitrate plus nitrite + + + +
Nitrite + + * +
Phosphorus LOP LOP + LOP
Potassium + + + +
Selenium LOP + + +
Silica + + + +
Silver LOP + + LOP
Silver, total LOP + + LOP

recoverable
Sodium + + + +
Specific conductance LOP LOP LOP LOP
Strontium + + + +
Sulfate LOP + + LOP
Zinc + LOP LOP LOP
Zinc, total recoverable LOP LOP + LOP

Bias

Results of the statistical tests for bias are shown in tables 4 and 5. Using the
method described previously, it is not possible to determine bias where results from less
than eight samples were available. This situation occurred from July through December
for many constituents as noted in the tables.

Results from boron analyses obtained from different analytical methods do not
correlate well (Marvin J. Fishman, U.S. Geological Survey, oral communication, 1981).
This may explain the consistent negative bias indicated for boron. The negative bias
indicated for by silver resulted from the preservation problem discussed in the Precision
section.
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Table 4.--Results of statistical testing for bias in data
from the Atlanta Laboratory:

inorganic constituents and specific conductance

[N, negative; P, positive; *, too few
+, acceptable results; +, samples contaminated with iron during preparation,
all iron data has been deleted for this period ]

al\alyses to determine

. Constituent

(dissolved except

as indicated)

Feb. - June
1981

Oct. - Dec.
1981

Summary
Feb. - Dec.
1981

Alkalinity
Aluminum
Antimony
Arsenic
Barium
Barium, total
recoverable
Beryllium
Boron
Cadmium
Cadmium, total
recoverable
Calcium
Chloride
Chromium
Chromium, total
recoverable
Cobalt
Cobalt, total
recoverble
Copper
Copper, total
recoverable
Dissolved solids
Fluoride
Iron
Iron, total
recoverable
Lead
Lead, total
recoverable
Lithium
Magnesium
Manganese
Manganese, total
recoverable

+++Z ++ZZ +Z+ + + +

+ +

+ +

+ + T+

+ 4+

+ + 4+ 4+

12

*x + Z + *Z 0+ + +

* O+ +

* +

* +

* 'O+ +

* 4+ 4+ + + +

* + ok +

* + + +

* +

* +

* + + +

Z + W+ +Z ++2ZZ +ZT+ + +

+ +

+ + "0+

+ +

+ U+ +



Table 4.--Results of statistical testing for bias in data
from the Atlanta Laboratory:
inorganic constituents and specific conductance—Continued

[N, negative; P, positive; *, too few analyses to determine
+, acceptable results; +, samples contaminated with iron during preparation,
all iron data has been deleted for this period ]

Summary
Constituent Feb. - June July - Sept. Oct. - Dec. Feb. - Dec.
(dissolved except 1981 1931 1981 1981
as indicated)

Mercury
Molybdenum
Nickel
Nickel, total
recoverable
Nitrate plus nitrite
Nitrite
Phosphorus
Potassium
Selenium
Silica
Silver
Silver, total
recoverable
Sodium
Specific conductance
Sulfate
Strontium
Zinc
Zinc, total
recoverable

*x + Z +
+ 227+

+ Z + +
*xZ + +

ZZ+ U+ 0 *x2Z
x4+ + + + + xZ
*xZZ + Z+ *+
+Z4+WZ+ + Z

+ + Z+ + +
*x+ +Z+ +
xO+ Z+ +
T+ Z2Z+ +

The reasons for other constituents showing either consistent or occasional bias are
not entirely clear. Several factors may be involved including bias inherent in the
analytical method, deterioration of standard calibrating solutions or reagents, improper
or inaccurate reagent or standard-solution preparation, undetected problems with
analytical instrumentation, undefined matrix effects caused by the mixing of two very
different SRWS together, undetected contamination or, as mentioned above, inaccurate
MPYV resulting from a very large range of results during the initial analysis of a SRWS. In
any case, where bias is statistically significant but precision is good, the bias may have
little effect on data interpretation and, therefore, may be of little practical
significance.
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Table 5.-~Results of statistical test*ng for bias in data

[N, negative; P, positive; *, too few analyses to determine

from the Denver Laboratory:

inorganic constituents and specific ¢onductance

+, acceptable results; +, samples contaminated with iron during preparation,
all iron data has been deleted for this period ]

|

Constituent
(dissolved except
as indicated)

Feb. - June
1981

July - Sept.

T

|

1981

L

Oct. - Dec.
1981

Summary
Feb. - Dec.
1981

Alkalinity

Aluminum

Antimony

Arsenic
Barium

Barium, total
recoverable
Beryllium

Boron
Cadmium

Cadmium, total
recoverable

Calcium
Chloride
Chromium

Chromium, total
recoverable

Cobalt

Cobalt, total
recoverble
Copper
Copper, total
recoverable

Dissolved solids
Fluoride
Iron

Iron, total
recoverable

Lead

Lead, total
recoverable

Lithium

Magnesium
Manganese
Manganese, total
recoverable

Z+ Z+ + + + + 22

+ + Z + + + ZZ O+ 4+ +

+ o+

+ + + +
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¥+ 0 xZ +

* 4+ k%

* + 4+ +

* +
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+ +
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+ + U+
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Table 5.--Results of statistical testing for bias in data
from the Denver Laboratory:
inorganic constituents and specific conductance—Continued

[N, negative; P, positive; *, too few analyses to determine
+, acceptable results; +, samples contaminated with iron during preparation,
all iron data has been deleted for this period ]

Summary
Constituent Feb. - June July - Sept. Oct. - Dec. Feb. - Dec.
(dissolved except 1981 1981 1981 1981
as indicated)

Mercury
Molybdenum
Nickel
Nickel, total
recoverable
Nitrate plus nitrite
Nitrite
Phosphorus
Potassium
Selenium
Silica
Silver
Silver, total
recoverable
Sodium
Specific conductance
Strontium
Sulfate
Zinc
Zinc, total
recoverable

ZZvZ
* Z 4+ +

*x"O+ *x'O+ *xZ 4+ + + + *+
WU+ + 0 ZZ+ + + + x2Z ZZZ2Z

+ + "0+ W' 2270+ U+ +
OVt VU ZZZTV+ 0+ Z ZZ+ 2

Chlorophyll a

Nine chlorophyll a samples were divided between the two laboratories and the
Potomac Estuary project that collected the samples. One of these samples was divided
six ways to determine precision. All three laboratories showed excellent within-
laboratory precision on this sample. Atlanta and Denver were using the same analytical
method; the project laboratory used a different method. However, the concentration
values reported by the Denver Laboratory were approximately one-third those of the
other two laboratories. There was no significant difference between the results of the
Atlanta Laboratory and those of the project laboratory.
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The analyst feels that the results from the \Denver Laboratory are a result of the
very small sample size submitted (30 milliliters compared to the 1 liter requested).
Subsequent analyses of known reference samples failed to identify anything in the
analytical process to cause the stated results.

Organic Substani‘:es
\

Two ampuls provided by the U.S. Environmental Protection Agency that contained
trihalomethanes were given to each laboratory for analysis. The Denver Laboratory
correctly identified the only four compounds present in the sample: bromoform,
dichlorobromomethane, chloroform, chlorodibromomethane. The Atlanta Laboratory
also correctly identified these compounds as being present but identified benzene in
addition. The quantitative results for both laboratories were within the 95-percent
confidence limits of the true values for the four compounds. The benzene may have been
identified as present because of contamination, sin}:e it is commonly used as a solvent in
the laboratories. ]

SUMMARY AND CONCLUSIONS

Reference samples with known most probable values are disguised as regular
samples and submitted with real samples by selected offices of the U.S. Geological
Survey to the two water-quality laboratories operated by the Survey. The data
generated are stored in the U.S. Geological Survey's National Water Data Storage and
Retrieval System (WATSTORE). The data are then statistically analyzed for precision
and bias using a binomial-probability-distribution equation.

Recurring problems with lack of precision existed in Atlanta for silver; sodiumj
specific conductance; zinc; and zinc, total recoverable; and in Denver for chloride;
mercury; phosphorus; specific conductance; zinc; and zinc, total recoverable.

Significant bias recurred in Atlanta for bariumj; boron; fluoride; nickel; nitrate plus
nitrite; silver and sulfate; and in Denver for aluminumj; arsenic; cadmium, total
recoverable; chromium, total recoverable; cobalt; cobalt, total recoverable; fluoride;
mercury; molybdenum; nickel; nickel, total recoverable; silver; silver, total recoverable;
sodiumj; specific conductance; sulfate; and zinc.

The quality-assurance samples were contaminated with iron during preparation
beginning in July and continuing through December. Therefore, no evaluation of iron or
iron, total-recoverable data was made for this period.

Chlorophy!l a samples divided between the two laboratories showed good intra-
laboratory precision but Denver's reported values were approximately one-third those of
Atlanta's. The cause is not known, but is thought to/be related to the inadequate sample
volume submitted.

Results of analysis of ampuls provided by the U.S. Environmental Protection
Agency containing four trihalomethanes each were acceptable in both laboratories,
except that Atlanta also erroneously identified benzene, a common solvent used in the
laboratory, as being present. This probably was a case of contamination.

16



Factors that need to be considered for data interpretation for this period in
conjunction with the results presented in this report include the following:

1. Nonanalytical errors were not corrected by this project in order to preserve the
data as the laboratory produced it. Thus, if the data reviewer in the U.S. Geological
Survey's office that collected the sample initially, is familiar with the collection site or
the historical data from that site, many errors of this type can be easily corrected. For
example, if two samples from different sites are submitted to the laboratory on the same
day and happen to get misidentified so that the analytical data are misreported for these
samples, the collecting office very often can detect this situation and correct it, based
on historical data from these sites.

2. No quality-assurance samples had any constituents reanalyzed except those
requested by the laboratory quality-assurance group. U.S. Geological Survey data
reviewers in the collecting offices are expected to scrutinize incoming new data for
discrepancies and make requests for reanalysis; these requests may help to detect
analytical and nonanalytical errors, and data quality will improve compared to that
stated in this report.

3. Figures included in this report may be used to determine analytical conditions at
any given time. Where they show that an analytical process may have been in control for
the majority of the year and out of control for a short period, but long enough so that the
statistical tests applied indicated lack of precision or significant bias results for the
year, the data from that period when the analytical process was in control can be
considered precise and unbiased.
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Figure 1.——Alkglinity, disscived, data from the Atlanta laboratory.
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Figure 3.-—Aluminum, dissolved, aata from |the Atlanta laboratory.
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Figure 5.——Antimony, dissoived, data from the Ationto iaboratory.
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Figure 9.——~B8arium, gisscived, data from the Atlanta laboratory.
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Fiqure 10.-—8arium. Jissowved. dato from the Denver leborctory.
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Figure 11.—-—Barium, totai recoverable, aata from tne Atianta laborctory.
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Figure §2.-—Barium, totd recoverable. data fr}wn tne Cenver loborctory.
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OATE SAMPLE WAS SHIPPED TO LABORATORY
Figure 13.——Beryilium, dissoived, data from the Atianta laboratary.
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Figure 14.~—Beryllium. dissovea, datc rrom tne Denver loboratory.
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ORTE SAMPLE WAS SHIPPED TO LRBORRTORY

Figure 15.~—Boron, dissoived, data from the Atianta laboratory.
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OATE SAMPLE WAS SHIPPED TG LRABORATORY

Figure 16.——Boron, dissoived, agta from tne Denver laboratory.
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OATE SAMPLE WARS SHIPPED TO LABORATORY
Figure 17.——Cadmium, aissoived, aato from tne Atianta ioboratory.
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figure 18.-—Cadmium, dissoived, date from tne Denver loboratory.
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’ Figure 13.——Cadmium, total recoverable, aate fnjr\ the Ationta laboratory.
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Figure 20.-—Caamium, total recoverable, data irom ine Denver laboratory.
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Figure 21.—-—Calcium, dissaived, dota from the Atiantc laboratary.
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Figure 22.——~Caicium, dissoived, data from tne Denver laboratory.
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Figure 23.——Chioride, dissolved, dato fram the Atlanta laboratory.
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Figure 24.——Chioride. aissolved, aata from tnf Denver laporatory.
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Figure 25.-—Chromium, dissoived, data from the Atlanto laboratory.
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Figure 26.~—Chromium, dissoived, aata from tne Denver laboratory.
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Figure 27.—=Chromium, totol recoveroble, dota fror+ the Atlanto loboratory.
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Figure 28.-—Chromium, total recoverable, data from tne Denver labaratory.
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Figure 29.-—Cobait, dissolved, data from the Atlanta laboratory.
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Figure 30.—~Cobait. aissolved, data from the Denver iaboratory.
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Figure 31.——Cobalt, total recoverable, dgata fr}:m the Atlanta laboratory.
i
|
i
|
|
|
T CONCENTRATION, N
6 i MICROGRAMS PER LITER
) + = 3-8
' 4= 8-12
54 ! o= 12-16
] i
] |
3 \
2 |
1
1]
1 +
0
a0
1 ° 4 + w2 ‘ =
7 30 - 2 °
-t . Y
3 ‘ x ) e 0 x
-2 — T By X
sa a
3 o X x
2
-4
~5-
-6
0 T T T ™ y T T T r T T
C1FEBB1 Q1MARB1 CI1APAR81 OIMAYB1 O1JUNB1 01JULB1 Q1AUGB!1 O01SEP81 (010CT81 O0I1NOVB1 O10ECB1 C1JUANB2

OATE SAMPLE WAS SHIPPED TQ LABORATORY

|
|
|

Figure 32.-—Cobalt. total recoverable. agtsc from the Denver igboratory.
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Figure 33.——Copper, dissoived, datc from the Ationtc laboratory.
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Figure 34.—~—Copper. gissoived, daws from the Denver laborotory.
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Figure 35.-—Copper, total recoverable, data frlm the Atianta laboratory.
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Figure 36.—~—Copper. total recoverable, aata from the Denver iaporatory.
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Figure 37.—=Dissoived solids, data fram the Atianta laboratory.
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Figure 38.~=Dissolved solids, dato from the Denver laboratory.
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Figure 39.——Fluoride, dissolved, data from tlLe Atlanta laboratory.
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Fi.gure 41.——iron, dissoived, aoto from the Ationto laboratory.
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Figure 42.~~lron, qissoiveo, acta fram the Denver laboratory.
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Figure 43.——iron, total recoverobie, dots fromlthe Atlantc laboratory.
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Figure 44.——lron, total recoverable, data from the Denver loboratory.
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Figure 45.——Lead, dissolved, data from the Atianta iaboratory.
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Figure 46.——Lead, dissoived, data from the Denver iaboratory.
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Figure 47.——Lead, total recoverabie, data from\ the Atlanto loboratory.
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Figure 48.~—Leod, total recoverable, aata from
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Figure 49.—~Lithium, cissolved, data from the Atianto laboratory.
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Figure 50.~—Lithium, dissolved, data from the Denver iaboratory.
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Figure 51.——Magnesium, dissolved, dato from lr\e Atlanta loboratory.
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Figure 53.——Manganese, dissolved, data from the Atianta iaboratory.
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Figure 54.~—Manganese, aissowved, data from the Denver {aboratory.
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Figure 55.-—Manganese, total recoverable, dato frFm the Atlanta laboratary.
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Figure 57.——Mercury, dissolved, data from the Atianta laboratory.
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Figure 58.-—Mercury, dissolved, data from the Denver laboratory.
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Figure 60.—-—Molybaenum. dissoivea, aata from Ahe Denver laboratory.
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Figure 61.——Nickel, dissolved, data from the Atianta iaboratory.
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Figure 62.——Nickel, aissolved, data from the Denver iaboratory.
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Figure 63.—~—Nickel, total recoverable, data fram the Atianto laboratory.
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Figure 64.——Nickel, total recoverable, aota from the Denver laboratory.
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Figure 65.——Nitrate plus nitrite— nitrogen, dissolved, data from the Atlanta laboratory.
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Figure 66.——Nitrate plus nitrite— nitrogen, aissoived, aata from the Denver iaboratory.
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Figure 67.——Nitrite—nitrogen, dato from the Atlanta laboratory.
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Figure 68.——Nitrite~-nitrogen, data from tne Denver laboratary.
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Figure 69.——Phosphorus, dissoived, data from the Atlantc laboratory.
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Figure 70, ——FPhospnorus, dissoived, data from the Denver loporotory.
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Figure 71.——Potossium, dissolved, dota fro*n the Atlanto ioboratory.
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Figure 73.—-—Seienium, dissolved, dats from tne Atianta isboratory.
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Figure 81.——Sodium, dissolved, data from the Atianta laboratory.
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Figure 85.-=Strontium, dissoived, dato from the Atianta iaboratory.
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Figure 91.-—Zinc, total recoverable, data from the Atianta iaboratory.
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Figure 93.--Precision data for alkalinity at the Atlanta Laboratory.
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Figure 94.--Precision data for alkalinity at the Denver Laboratory.
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Figure 96.--Precision data for aluminum at the Denver Laboratory.
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Figure 97.-- Precision data for antimony act the Atlanta Laboratory.
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Figure 98.-~Precision data for ancimony ac the Denver Laboratory.
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Figure 99.--Precision data for arsemic at the Atlanta Laboracory.
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Figure 100.--Precision data for arJenic ac cthe Denver Laboratory.
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Figure 10l.--Precision daca for barium at the Atlanta Laboratory.

100 + 109

90

70
sa +
so
40
30

20

RAARAAAAALS RAALAL S, TrerYY T T \RAS B +e T ey

0 20 40 L1} a0 100 120 140 180

MEAN CONCENTRATION, IN MICROGRAMS PER LITER

Figure 102.--Precision data for barium at the Denver Laboractory.
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Figure 105.--Precision data for bervllium at the Atlanta Laboratory.
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Figure 106.--Precision data for bervllium ac the Denver Laboratorv.
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Figure 107.—Precision daca for boroniac the Actlanca Laboratory.
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Figure 108.--Precision data for boron at cthe Denver Laboracory.
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Figure 109.--Precision daca for cadmium act the Atlanca Laboracory.
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Figure 110.--Precision daca for cadmium ac the Denver Laboratory.
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Figure l12,--Precision data for cadmium, total|recoverable at the Denver Laboratorv.
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Figure l13.-=-Precision data for calcium at the Atlancta Laboratory.
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Figure !l4.--Precision data for calcium at the Denver Laboratory.
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Figure 115.--Precision data for chloride at the Atlante Laboratory.
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Figure 116.--Precision data for Fhlcride at the Denver Laboratory.
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Figure l17.--Precision data for chromium at the Atlanta Laboracory.
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Figure l18.--Precision data for chromium at the Denver Laboratory.
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Figure l19.--Precision data for chromium, total recoverable at the Atlanta Laboratory.
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Ffigure 120.--Precision data for chromium, total recoverable at the Denver Laboratory.

80

|
|
|



100

90

70

s0

40

30

20

RELATIVE STANDARD DEVIATION,
IN PERCENT

RELATIVE STANDARD DEVIATION,
IN PERCENT

++

+
+ +

T LA LSS B BIA S B ES AL SL RIS S LA LS BLELEMGLS BLSMEM A0S0 B0 AL B A0 HLAL SN BUJ NN A e RLILALALES B AL ALALIS SR AL L e

o 1 2 3 4 L] ] 7 ] 9 10 11 12 13 14

MEAN CONCENTRATION, !N MICROGRAMS PER LITER

Figure 121.--Precision data for cobalt at the Atlanta Laboratory.
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Figure 122.-——Precision data for cobalt at the Denver Laboracory.
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Figure .123.--Precision daca for cobalt, total recoverable at the Atlanta Laboretory.
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Figure 124.--Precision data for cobalt, total reche:able at cthe Denver Laboratory.
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Figure 125.--Precision data for copper at the Atlanta Laboratorv.
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Figure 126.--Precision data for copper at the Denver Laboratorv.
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Figure 127.--Precision data for copper, total recoverable at the Atlanta Laboratory.
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Figure 128.~-Precision data for copper, total recqverable at the Denver Laboratory.
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Figure [29.--Precision data for dissolved solids at the Atlanta Laboratory.
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Figure 130.--Precision data for dissolved solids at the Denver Laboratory.
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Figure 131.--Precision data for fluoride at the aAtlanta Laboratory.
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Figure 133.--Precision data for iron at the Actlanta Laboracory.
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Figure [34.--Precision daca for iron at the Denver Laboratory.
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Figure 135.--Precision data for irom, total recov&rable at the Atlanca Laboratory.
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Figure 136.--Precision daca for iron, total recoverpble at che Denver Laboratory.
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Figure 137.--Precision data for lead at the Atlanta Laboratory.
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Figure 138.--Precision data for lcad at the Denver Laboratory.
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Figure 139.--Precision data for lead, total recoverable at the Aclanta Laboratory.
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Figure 140. --Precision data for lead, total recoverable ac the Denver Laboractory.
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Figure l4l.--Precision data for lithium at the Atlanta Laboratory.
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Figure l42.--Precision data for lithium at the Deanver Laboratory.
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Figure l44.--Precision data for magnesium
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Figure [45.--Precision daca for manganese at the Atlanca Laboracory.
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Figure 146.--Precision data for manganese at the Denver Laboracory.
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Figure l47.--Precision data for manganese, total tecov\rable at che aAtlanta Laboracory.
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Figure 148.--Precision data for manganese, total recov%rable at the Denver Laboratory.
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Figure 149.--Precision data for mercury at the Aclanta Laboratory.
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Figure 150.--Precision data for mercury at the Denver Laboratory.
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Figure l51.-—-Precision data for molybdenuh at the Atlanta Laboratory.

[ ]
o
L

z 3
2 70j
g so]
s 3
Q
4 so-
aff -3
Za 40
hz 3
+
p j .
) 20 :
+ .
@ . Y +
10 + \
+ | +
| SOUSESS = N SSSS— SRR, S '
4] 5 10 18 20 28 30 135 40 48 SO ss

|
MEAN CONCENTRATION, IN MICRTGRAMS PER LITER

Figure 152.--Precision daca for molybdenum‘ac the Denver Laboratory.
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Figure 153.--Precision data for nickel at the Atlanta Laboratory.
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Figure 154.--Precision data for nickel at the Denver Laboratory.
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Figure 155.--Precision data for nickel, total recov*rable at the Actlanta Laboratory.
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Figure 156.--Pracision data rfor nickel, total recoverable at the Denver Laboratory.
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Figure [57.--Precision data for nitrate plus nitrite-nitrogen at the Atlanta Laboratory.
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Figure 159.--Precision daca for nitrite-nicrogen ac che Atlanca Laboratory.
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Figure [60.--Precision data for nitrite-nicrogen ac che Denver Laooracory.
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Figure l6l.-~Precision daca for phosphorus at the Aclanta Laboratory.
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Figure 162.-=Precision daca for phosphorus ac che Denver Laboratory.
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Figure 163.-~Precision daca for po:assTun at the Atlanta Laboratory.
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Figure l64.-=Precision data for potassium Lc cthe Denver Laboratory.

102

L] ]

IN MILL!

GRAMS PER LITER

\Aaa®

10



100

90

790

80

so

40

RELATIVE STANDARD DEVIATION,
N PERCENT

LAAS RS S RAARRALA RS RARSAA NS DAL A S AL S L AA LSS LSS L ASSASS D N

MEAN CONCENTRATION, IN MICROGRAMS PER LITER

Figure 165.--Precision data for selenium at the Atlanta Laboratory.
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Figure l66h.-=Precision data for selenium at che Denver Laboracory.
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Figure 167.--Precision data for silica at the Atlanta Laboratory.

MEAN CONCENTRATION,

IN MIL

| GRAMS PER LITER

Figure 168.--Precision data for silica|at the Denver Laboratory.
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Figure 169.--Precision data for silver at the Atlanta Laboratory.
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Figure l70.-~Precision data for silver at the Denver Laboratory.
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Figure 171.--Precision data for silver, total tecoverab}e at the Atlanta Laboratory.
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106




RELATIVE STANDARD DEVIATION,
N PERCENT

RELATIVE STANDARD DEVIATION,
N PERCENT

90

80

70

80

50

40

30

100

20

80

70

80

$0

40

3o

MEAN CONCENTRATIGN, IN MILLIGRAMS PER LITER

Figure 174.-=Precision dacta for sodium ac che Denver Laboratory.
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Figure 175.—Precision data for specific conductance at the Aclanta Laooratory.
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Figure 176.-=Precision data for specific conductance at the Denver Laboracory.
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Figure 177.--Precision dara for strontium ac the Atlanca Laboratory.
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Figure 178.-~Precision data for strontium at the Deanver Laboratory.
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Figure 179.—Precision data for gulfate at the Atlanta Laboratoary.
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Figure 180.--Precision data for sulfate at the Denver Laboratory.
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Figure 181.--Precision data for zinc act the Atlanca Laboratory.
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Figure 182.--Precision data for zinc at the Denver Laboratory.
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Figure 183.--Precision data for zinc, total recherable at the Atlanta Laboratory.
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Figure 184.--Precision data for zinc, total recoverable at the Denver Laboratory.
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